Appropriate audiologic assessment is important for determining candidacy for cochlear implantation and in the postoperative management of cochlear implant (CI) recipients. The preoperative test battery is relatively consistent across CI teams, including unaided pure-tone detection and aided speech recognition. In contrast, the postoperative test battery is less consistent. Postoperative evaluations are used to determine the optimal external device configuration (i.e., CI-alone or electric--acoustic stimulation \[EAS\][^1^](#FN1){ref-type="fn"}), individualize device settings, and assess associated outcomes. Specifically, the assessment of unaided hearing detection may not be included in the management of CI recipients---especially those who presented with moderate-to-profound low-frequency hearing thresholds preoperatively and were implanted with electrode arrays not designed for hearing preservation---due to the presumption of postoperative hearing loss. However, there is new evidence of long electrode array CI recipients with postoperative low-frequency hearing preservation that challenges this belief ([@bib14]). Inclusion of postoperative measurement of unaided hearing detection in all CI recipients with aidable (e.g., ≤ 80 dB HL) thresholds preoperatively may improve the quality of audiologic care by identifying patients who could be fit with EAS as opposed to a CI alone.

Provided that there is sufficient postoperative acoustic hearing, speech recognition with EAS is better than that observed with the CI alone ([@bib6]; [@bib10]; [@bib12]; [@bib13]; [@bib15]; [@bib22]). Benefits of EAS may be observed even when acoustic amplification is limited to 125 Hz ([@bib30]). Candidates for EAS are presumed to be those who presented preoperatively with normal-to-moderate low-frequency thresholds and received a short electrode array. However, some patients with preoperative low-frequency acoustic hearing may receive long electrode arrays. CI teams face a paradox when selecting the electrode array for a patient with low-frequency acoustic hearing. Short lateral wall electrode arrays are associated with a high incidence of low-frequency hearing preservation ([@bib26]; [@bib29]). Unfortunately, patients with short lateral wall electrode arrays who cannot take advantage of acoustic input postoperatively typically demonstrate poorer speech recognition than those with longer lateral wall electrode arrays ([@bib1]; [@bib2]; [@bib20]; [@bib31]). As a consequence, long lateral wall electrode arrays are recommended for CI candidates with moderate-to-profound low-frequency hearing loss. Since low-frequency hearing preservation is possible with long electrode arrays ([@bib14]), there is a need to document the prevalence of low-frequency hearing preservation in long electrode array recipients, particularly if the preserved acoustic hearing is within the EAS fitting range.

The present report evaluates the prevalence of low-frequency hearing preservation with long electrode arrays, and demonstrates when in the first year after CI activation that preserved hearing is evident. The low-frequency hearing thresholds were evaluated for a cohort of prospectively enrolled participants who received a full insertion of the same 31.5-mm electrode array and completed unaided hearing threshold measurement at specific intervals during the first year of device use. The aim was to identify if and when long electrode array recipients should be considered for the fitting of an EAS external device.

Method
======

Participant data were obtained from a cohort of adults with unilateral hearing loss or asymmetric hearing loss who underwent cochlear implantation as part of a clinical trial investigating outcomes of CI use in cases of substantial hearing in the contralateral ear ([@bib3]; [@bib7]; [@bib8]). The U.S. Food and Drug Administration approved an investigational device exemption for the clinical trial, and the procedures were approved by the study site\'s institutional review board. Participants provided informed consent prior to cochlear implantation. Inclusion in the clinical trial required a pure-tone average (PTA; 500, 1000, and 2000 Hz) of ≥ 70 dB HL in the ear to be implanted. The present report evaluates the subset of participants with preoperative unaided hearing thresholds of ≤ 80 dB HL at 125 Hz in the ear to be implanted.

Twenty-five participants (15 female, 12 unilateral hearing loss) had a preoperative unaided hearing threshold at 125 Hz of ≤ 80 dB HL in the ear to be implanted and were evaluated with respect to hearing preservation in the present report. The reported etiologies included Ménière\'s disease (*n* = 3), viral infection (*n* = 1), and noise-induced hearing loss (*n* = 1), but the cause of hearing loss was unknown in the majority of participants (*n* = 20). The mean preoperative low-frequency PTA (125, 250, and 500 Hz) was 69 dB HL (*SD* = 12 dB), and the mean PTA was 80 dB HL (*SD* = 10 dB). Unaided hearing thresholds at 125 Hz ranged from 20 to 80 dB HL, with a mean of 62 dB HL (*SD* = 16 dB). The age at implantation ranged from 29 to 79 years (*M* = 61 years, *SD* = 13 years). Participants received the standard electrode array (MED-EL Corporation) inserted via a round window approach. The standard electrode array is 31.5 mm in length and was the only full-length electrode array available in the United States at the time of the clinical trial.

Unaided hearing thresholds were measured pre-operatively; at initial CI activation (2--4 weeks postoperatively); and at 1, 3, 6, 9, and 12 months postactivation. The present report focuses on the unaided hearing thresholds at 125 Hz. A value of 100 dB HL was recorded when there was no response to the stimulus; the maximum output of the audiometer at 125 Hz was 95 dB HL.

Unaided hearing thresholds at 125 Hz were first compared between the preoperative and initial activation intervals to assess the change in low-frequency hearing as a result of cochlear implantation using a paired-samples *t* test (SPSS, Version 23). Second, a generalized linear mixed-effects model (GLME; MATLAB 2019a) assessed whether the unaided hearing thresholds at 125 Hz changed after device activation (activation to 12 months). There were missing data at the 9-month (*n* = 2) and 12-month (*n* = 1) intervals; GLME models accommodate missing data better than comparable models ([@bib21]).

Results
=======

At initial activation, there was a significant elevation in the unaided hearing thresholds at 125 Hz as compared to the preoperative thresholds, *t*(24) = −9.25, *p* \< .001, with the majority of participants (*n* = 16) providing no response to the stimulus.

Nine participants maintained an unaided hearing threshold at 125 Hz of ≤ 95 dB HL at initial activation. [Figure 1](#F1){ref-type="fig"} plots their unaided hearing thresholds at 125 Hz at each interval to review individual results over the study period. Participant P9 withdrew from the study prior to the 12-month interval. A GLME model assessed a main effect of interval (initial activation and 1, 3, 6, 9, and 12 months postactivation) on the unaided hearing thresholds at 125 Hz for the nine participants with hearing preservation. There was no significant main effect of interval on the unaided hearing thresholds, *t*(50) = −0.73, *p* = .47. Review of [Figure 1](#F1){ref-type="fig"} reveals that, although the majority experienced relatively stable thresholds postactivation, some participants experienced a decrement in thresholds (e.g., P5), whereas others experienced an improvement in thresholds (e.g., P8).

![Unaided hearing thresholds (dB HL) at 125 Hz measured over the study period for participants who presented with hearing preservation at initial activation (labeled *Act*). Open symbols and dashed lines indicate the results for the participants who met the electric--acoustic stimulation fitting criterion of ≤ 80 dB HL at initial activation. Closed symbols and solid lines indicate the results for participants whose unaided hearing thresholds exceeded the electric--acoustic stimulation fitting criterion at initial activation.](AJA-29-1-g001){#F1}

It is of interest whether the participants with postoperative hearing preservation should be fit with EAS. Clinically, EAS fitting is attempted when a patient presents with an unaided hearing threshold at 125 Hz of ≤ 80 dB HL. At initial activation, five participants (labeled *P1--P5*) presented with an unaided hearing threshold that met this criterion (open symbols and dashed lines indicate individual results in [Figure 1](#F1){ref-type="fig"}). P2 and P5 experienced a change in their unaided hearing thresholds after the 6-month interval, such that they no longer fell within the fitting range for EAS. The unaided hearing thresholds of four participants (labeled *P6--P9*) exceeded the EAS fitting criterion at initial activation (closed symbols and solid lines indicate individual results in [Figure 1](#F1){ref-type="fig"}). Interestingly, three of these four participants (P6, P7, and P8) demonstrated improvement in unaided hearing thresholds such that they met the EAS fitting criterion at a subsequent interval. The fitting of EAS was indicated at the 1-month interval for P6 and P8, and at the 3-month interval for P7. By the 12-month interval, the fitting of EAS was indicated for six participants; three of these participants would not have been identified for EAS fitting if unaided hearing thresholds were measured at initial activation only. Two of the participants with no 125-Hz audibility at CI activation (not shown in [Figure 1](#F1){ref-type="fig"}) produced thresholds of 90 dB HL at the 12-month interval (see [Supplemental Material S1](https://doi.org/10.23641/asha.11356637)). There was also some evidence of threshold improvement in the postactivation period at 250 and 500 Hz, although thresholds remained above the 80--dB HL criterion in all but two cases (P7 and P8 at 250 Hz; see [Supplemental Material S1](https://doi.org/10.23641/asha.11356637)). Changes of 5--10 dB, however, may be measurement error. These data demonstrate that low-frequency thresholds at activation do not necessarily indicate residual hearing at subsequent intervals; as a result, it may be advisable to assess an individual\'s unaided hearing at multiple postoperative intervals during the first year of device listening experience.

Discussion
==========

The current report provides additional evidence of low-frequency hearing preservation after implantation of a long electrode array. Low-frequency hearing preservation was not the primary aim of cochlear implantation in the evaluated cohort; however, 32% of participants with pre-operative hearing at 125 Hz presented with aidable (≤ 80 dB HL) acoustic hearing at 125 Hz at one or more postoperative test intervals.

In general, lateral wall electrode arrays are currently preferred for hearing preservation cases, as they increase success rates and decrease the incidence of intracochlear damage when compared to precurved electrode arrays ([@bib28], [@bib29]). However, CI teams are often faced with the dilemma of whether to implant a short lateral wall electrode array to increase likelihood of hearing preservation, or a longer lateral wall electrode array to support speech recognition in the event that acoustic hearing is subsequently lost. This scenario is most relevant to CI candidates with moderate to moderately severe low-frequency thresholds; in this group, even a relatively modest (15--30 dB HL) shift in low-frequency PTA can preclude EAS fitting. The data in the present report demonstrate hearing preservation with a long lateral wall electrode array in roughly one third of participants receiving a 31.5-mm electrode array at one or more postoperative test intervals. These results are preliminary but have implications for clinical practice in that the risk of full insertion of a long electrode array on hearing preservation may be less than currently believed. Additionally, these results were obtained with the standard electrode array; the currently available FlexSOFT electrode array is the same length (31.5 mm) but is thinner and has more flexible mechanical properties, potentially supporting better hearing preservation. Initial investigations of the FlexSOFT electrode array have demonstrated aidable unaided hearing thresholds postoperatively for some recipients ([@bib18]; [@bib27]).

When the cohort of patients considered in the present report was implanted, it was not anticipated that they would meet the indications for EAS fitting, considering the inclusion criterion of a PTA of ≥ 70 dB HL in the ear to be implanted and use of a long electrode array. As such, clinical trial participants were fitted with a CI-alone device. Ongoing work is investigating the effectiveness of EAS fitting in CI recipients of long electrode arrays and low-frequency acoustic hearing, in addition to modified mapping procedures incorporating the angular insertion depth of individual electrode contacts ([@bib9]).

The criteria for when to fit EAS as opposed to a CI-alone device vary across devices and clinical practice. Although the benefits of EAS over CI-alone has been demonstrated for patients with residual hearing, the criterion for determining residual hearing varies from a maximum unaided threshold of 60--80 dB HL ([@bib15]; [@bib16]; [@bib22]). Additionally, it is unclear whether aidable acoustic hearing above 125 Hz is needed to observe a benefit with EAS over CI alone. For instance, [@bib11] define functional hearing with EAS as a PTA (125--1000 Hz) of better than 85--90 dB HL. However, CI recipients with limited acoustic hearing in the implanted ear may also experience a benefit from EAS. Speech recognition in quiet and noise is significantly improved for CI recipients when 125-Hz low-pass filtered acoustic information is added to the contralateral ear ([@bib30]). Ongoing work is assessing the effectiveness of EAS on masked speech recognition in spatially separated noise when acoustic input in the implanted ear is limited to 125 Hz.

Perhaps the most compelling finding herein is that some participants demonstrated improvement in low-frequency unaided hearing thresholds after CI activation. Although unaided hearing thresholds at activation would not have supported fitting EAS for some CI recipients, subsequent testing as part of the clinical trial protocol revealed improvement and EAS candidacy. Considering the evidence of postoperative hearing preservation in the present report, the clinical postoperative test battery at our center now consists of unaided hearing threshold assessment, aided sound-field thresholds, and aided speech recognition using the [@bib19]. Recommended follow-up intervals include 1, 3, 6, 9, and 12 months postactivation and then annually thereafter. We think measuring unaided hearing detection for CI recipients with preoperative acoustic hearing of ≤ 80 dB HL, independent of the implanted electrode array, will improve the quality of our audiologic care by identifying patients who may benefit from EAS. For patients with hearing preservation, unaided hearing thresholds are measured at each interval and used in the fitting and verification of EAS. For patients with no response to 125-Hz pure tone during unaided hearing threshold assessment at device activation, our audiology team repeats unaided hearing threshold assessment at 6 and 12 months postactivation to evaluate whether thresholds have improved to an EAS fitting range.

There are a number of factors that have been proposed to account for changes in unaided hearing thresholds after implantation. The elevation of unaided hearing detection thresholds or complete loss of residual hearing initially after cochlear implantation is thought to be due to surgical trauma ([@bib24]). Mechanisms that may contribute to loss of hearing sensitivity later in the postoperative period include inflammation ([@bib25]) and fibrosis ([@bib23]). It does not appear that electric stimulation is associated with elevation in unaided hearing thresholds ([@bib5]), and in fact, it may have a neurotrophic effect ([@bib17]). Improvements in acoustic hearing thresholds over the first year of device use may be due to resolution of a conductive hearing loss ([@bib4]); therefore, some patients may not meet the EAS fitting criterion until a few months after cochlear implantation.

Incorporating the measurement of unaided acoustic hearing into the postoperative test battery may improve the quality of the audiologic management of CI recipients by understanding the incidence of hearing preservation with specific electrode arrays, identifying when the fitting of EAS is warranted, and individualizing the fitting of devices.
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###### Unaided hearing thresholds at 125, 250, and 500 Hz measured at the pre-operative (labeled "PreOp"), initial activation (labeled "Act"), and 12-month intervals. Participants P10 and P11 are not plotted in Figure 1, as they did not demonstrate aidable thresholds (≤ 80 dB HL) in the post-operative period; however, their unaided hearing detection thresholds improved in the post-operative period. The remaining 14 participants had no response at all test intervals.

###### 

Click here for additional data file.
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CI alone refers to electric stimulation of the frequency range (e.g., 70--8500 Hz). EAS refers to presenting low-frequency information acoustically and presenting mid- to high-frequency information electrically. EAS devices are indicated for CI recipients with aidable low-frequency residual hearing.
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